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SECTION I 
INTRODUCTION 


1. Scope 


This manual lists spares and repair parts; special tools; 
special test, measurement, and diagnostic equipment 
(TMDE), and other special support equipment required 
for performance of organizational, direct support, and 
general support maintenance of the ME-513/U. It au- 
thorizes the requisitioning and issue of spares and repair 
parts as indicated by the source and maintenance codes. 


2. General 


This Repair Parts and Special Tools List is divided into 
the following sections: 

a.[Section II. Repair Parts List. A list of spares and 
repair parts authorized for use in the performance of 
maintenance. The list also includes parts which must be 
removed for replacement of the authorized parts. Parts 
lists are composed of functional groups in numeric se- 
quence, with the parts in each group listed in figure and 
item number sequence. 

Б. Section Ш. Special Tools List. Not applicable. 

c.[Section ТУ.) National Stock Number and Part 
Number Index. A list, in National item identification 
number (NIIN) sequence, of all National stock numbers 
(NSN) appearing in the listings, followed by a list, in 
alphameric sequence, of all part numbers appearing in 
the listings. National stock numbers and part numbers 
are cross-referenced to each illustration figure and item 
number appearance. 


3. Explanation of Columns 


a. Illustration. This column is divided as follows: 


(1) Figure number. Indicates the figure number of 
the illustration on which the item is shown. 


(2) Item number. The number used to identify item 
called out in the illustration. 

b. Source, Maintenance, and Recoverability (SMR) 
Codes. 

(1) Source code. Source codes indicate the manner 
of acquiring support items for maintenance, repair, or 
overhaul of end items. Source codes are entered in the 
first and second positions of the Uniform SMR Code 
format as follows: 


Code Definition 

PA — Item procured and stocked for anticipated or 
known usage. 

XA — Item is not procured or stocked because the re- 
quirements for the item will result in the re- 
placement of the next higher assembly. 


XD — А support item that is not stocked. When re- 
quired, item will be procured through normal 
supply channels. 

NOTE 

Cannibalization or salvage may be used as a 

source of supply for any items source coded 

above except those coded XA and aircraft 

support items as restricted by AR 700-42. 

(2) Maintenance code. Maintenance codes are 
assigned to indicate the levels of maintenance authorized 
to USE and REPAIR support items. The maintenance 
codes are entered in the third and fourth positions of the 
Uniform SMR Code format as follows: 

(a) The maintenance code entered in the third 
position will indicate the lowest maintenance level author- 
ized to remove, replace, and use the support item. The 
maintenance code entered in the third position will in- 
dicate one of the following levels of maintenance: 


Code Application/Explanation 

C — Crew or operator maintenance performed within 
organizational maintenance. 

O — Support item is removed, replaced, used at the or- 
ganizational level. 

F — Support item is removed, replaced, used at the 
direct support level. 

H — Support item is removed, replaced, used at the 
general support level. 

(b) The maintenance code entered in the fourth 
position indicates whether the item is to be repaired and 
identifies the lowest maintenance level with the capability 
to perform complete repair (i.e., all authorized mainte- 
nance functions). This position will contain one of the 
following maintenance codes: 


Code Application/Explanation 

H — The lowest maintenance level capable of complete 
repair of the support item is the general sup- 
port level. 

Z — Nonreparable. No repair is authorized. 

(3) *Recoverability code. Recoverability codes are 
assigned to support items to indicate the disposition ac- 
tion on unserviceable items. The recoverability code is 
entered in the fifth position of the Uniform SMR Code 
format as follows: 

Recoverability 

codes Definition 

Z — Nonreparable item. When unserviceable, condemn 
and dispose at the level indicated in position 3. 

H — Reparable item. When uneconomically reparable, 
condemn and dispose at the direct support level. 

D — Reparable item. When beyond lower level repair 
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capability, return to depot. Condemnation and 
disposal not authorized below depot level. 

c. National Stock Number. Indicates the National 
stock number assigned to the item and will be used for 
requisitioning purposes. 

d. Federal Supply Code for Manufacturer (FSCM). 
The FSCM is a 5-digit numeric code listed in SB 
708-41/42 which is used to identify the manufacturer, 
distributor, or Government agency, etc. 

e. Part Number. Indicates the primary number used 
by the manufacturer (individual, company, firm, cor- 
poration, or Government activity), which controls the 
design and characteristics of the item by means of its 
engineering drawings, specifications, standards, and in- 
spection requirements to identify an item or range of 
items. 

NOTE 
When a stock numbered item is requisitioned, 
the repair part received may have a different 
part number than the part being replaced. 

f. Description. Indicates the Federal item name and, 
if required, а minimum description to identify the item. 

g. Unit of Measure (U/M). Indicates the standard of 
the basic quantity of the listed item as used in perform- 
ing the actual maintenance function. This measure is ex- 
pressed by а two-character alphabetical abbreviation 
(e.g., ea, in, pr, etc). When the unit of measure differs 
from the unit of issue, the lowest unit of issue that will 
satisfy the required units of measure will be requisitioned. 

h. Quantity Incorporated in Unit. Indicates the quan- 
tity of the item used in the breakout shown on the il- 
lustration figure, which is prepared for a functional 
group, subfunctional group, or an assembly. 


4. Special information 
a. The following publication pertains to the 


ME-513/U and its components: TM 11-6625-2988-14 


ТМ 11-6625-2988-24Р 


Radiation Hazard Meter ME-513/U 

b. National stock numbers (NSN's) that are missing 
from P source coded items have been applied for and 
will be added to this TM by future chance/revisions 
when they are entered in the Army Master Data File 
(ADMF). Until the NSN's are established and publish- 
ed, submit exception requisitions to: Commander, US 
Army Communications-Electronics Command, ATTN: 
DRSEL-MM, Fort Monmouth, NJ 07703 for the part 
required to support your equipment. 


5. How to Locate Repair Parts 


a. When National stock number of part number is 
unknown. 

(1) First. Using the table of contents, determine the 
functional group within which the item belongs. This is 
necessary since illustrations are prepared for functional 
groups and listings are divided into the same groups. 

(2) Second. Find the illustration covering the func- 
tional group to which the item belongs. 

(3) Third. Identify the item on the illustration and 
not the illustration figure and item number of the item. 

(4) Fourth. Using the Repair Parts Listing, find the 
figure and item number noted on the illustration. 

b. When National stock number or part number is 
know. 

(1) First. Using the Index of National Stock 
Numbers and Part Numbers, find the pertinent Na- 
tional stock number or part number. This index is in 
NIIN sequence followed by a list of part numbers in 
alphameric sequence, cross-referenced to the illustration 
figure number and item number. 

(2) Second. After finding the figure and item 
number, locate the figure and item number in the repair 
parts list. 


6. Abbreviations 
Not applicable. 


(Next printed page is 4) 
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EL7HROOT 


Figure 1. Radiation Hazard Meter, ME-513/U 
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БЕСТІОМ ІІ 
(1) 
ILLUSTRATION 
(A) (B) 
FIG ITEM 
NO. NO. 

1 dh 

1 2 

1 3 

1 4 


(2) (3) 
NATIONAL 

SMR STOCK 

CODE NUMBER 

XAFHD 

PAOHH 

XDCHH 

XDOZZ 


(4) 


FSCM 


11322 


11332 


11332 


11332 


(5) 


PART 
NUMBER 


9160-G1 


8422-G1 


7888-1 


11154-G2 


TM11-6625-2988-24P 


(6) 


DESCRIPTION 


USABLE ON CODE 


GROUP OO RADIATION HAZARD METER, ME-513/U 


PWR DENSITY METER 


PROBE ASSEMBLY 


CABLE ASSY 


CASE, CARRY 


(7) 


U/M 


EA 


EA 


EA 


EA 


(8) 
QTY 
INC 
IN 
UNIT 
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EL7HR002 


Figure 2. Probe Assembly, P/N 8422-G1 
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SECTION II 
(1) 
ILLUSTRATION 
(A) (B) 
FIG ITEM 
NO. NO. 

2 1 

2 2 

2 3 


(2) 


SMR 
CODE 


PAHZZ 


PAHZZ 


PAHZZ 


(3) 


NATIONAL 
STOCK 
NUMBER 


(4) 


FSCM 


11332 


11332 


11332 


(5) 


PART 
NUMBER 


8091-P1 


8092-P1 


8471-P1 
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(6) 


DESCRIPTION 


USABLE ON CODE 


GROUP 01 PROBE ASSEMBLY, 


PART NUMBER 8422-G1 


SENSING, HEAD, REAR 


SENSING, HEAD, FRONT 


NAMEPLATE 


(7) 


U/M 


EA 


EA 


EA 


(8) 
QTY 
INC 
IN 
UNIT 
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Figure 3. Cable Assembly, P/N 7888-1 


SECTION ІІ 
(1) 
ILLUSTRATION 
(A) (B) 
FIG ITEM 
NO. NO. 
3 1 

3 2 

3 3 

3 4 

3 5 

3 6 


(2) (3) 
NATIONAL 


SMR STOCK 
CODE NUMBER 


PAHZZ 


PAHZZ 


XDHZZ 


PAHZZ 


PAHZZ 


PAFZZ 


(4) 


FSCM 


2660 


81349 


11332 


11332 


2660 


11332 


(5) 


PART 
NUMBER 


91-T-3400-1 


MX153CA/U 


7430-3 


8283-P1 


91-T-3403-9 


7645 


9/(10 BLANK) 


ТМ11-6625-2988-24Р 


(6) 


DESCRIPTION 


USABLE ON CODE 


GROUP 02 CABLE ASSEMBLY, 


PART NUMBER 7888-1 


CONNECTOR MICROPHO 


TERMINATION 


ADAPTER 


BOOT, CONNECTION 


CONNECTOR 


CABLE 


(7) 


U/M 


EA 


EA 


EA 


EA 


EA 


EA 


(8) 
QTY 
INC 
IN 
UNIT 
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EL7HROO4 


Figure 4. Power Density Meter Assembly, 
P/N 9160-G1 (Sheet 1 of 2) 
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EL7HROO5 
Figure 4. Power Density Meter Assembly, 
P/N 9160-G1 (Sheet 2 of 2) 
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БЕСТІОМ ІІ 
(1) 
ILLUSTRATION 
(A) (B) 
FIG ITEM 
NO. NO. 
4 2. 
4 2 
4 3 
4 4 
4 5 
4 6 
4 7 
4 8 
4 9 
4 10 
4 11 
4 12 
4 13 
4 14 
4 15 
4 16 
4 17 
4 18 
4 19 
4 20 
4 21 
4 22 
4 23 
4 24 
4 25 
4 26 
4 27 
4 28 
4 29 
4 30 
4 31 
4 32 
4 33 
4 34 
4 35 
4 36 
4 37 
4 38 


(2) (3) 
NATIONAL 

SMR STOCK 

CODE NUMBER 

XDHZZ 

XDFZZ 

XDHZZ 

PAHZZ 


PAFZZ 5325-00-605-3683 


XDHZZ 


PAHZZ 


XDFZZ 


XDFZZ 


XDFZZ 


XDHZZ 


XDHZZ 


XDFZZ 


XDFZZ 


PAHZZ 


PAFZZ 5910-00-111-4811 


XDFZZ 


XDHZZ 


XDHZZ 


PAFZZ 5905-00-965-9122 


РАН22 5935-00-018-6258 


XDHZZ 


XDFZZ 


XDFZZ 


PAHZZ 


XDHZZ 


XDFZZ 


XDFZZ 


XDFZZ 


XDFZZ 


XDHZZ 


PAHZZ 


PAFZZ 5310-00-515-7449 


XDHZZ 


PAHZZ 


PAFZZ 5970-01-083-3224 


PAOZZ 6135-00-087-0333 


РАО22 


(4) 


FSCM 


11332 


11332 


11332 


11332 


61957 


11332 


11332 


11332 


11332 


79136 


11332 


11332 


6540 


11332 


11332 


81349 


79963 


11332 


11332 


81349 


82389 


11332 


2660 


70063 


11332 


11332 


70318 


72982 


72982 


16546 


11332 


11332 


88044 


11332 


11332 


6540 


90303 


11332 


(5) 


PART 
NUMBER 


7328-3 


9884P1 


7926-3 


8078-3 


SE-34 


7325-3 


7866-3 


CS250-22 


HS-4 


X5133-9 


7865-3 


7313-3 


9729-А-0440-16 


CS260-2 


7373-8 


CK05BX103K 


597 


8096P1 


8101P1 


RN55D6190F 


TR-2A 


7372-39 


91Т-3403-9 


N-43 


11368P1 


7320-3 


4-1/4 TYPEZ 


ERCA683J25 


ERCA430J25 


3223-0000 


9086P1 


7374-3 


AN960C416L 


9094P1 


С 5211-23 


2315-N089 


TR-133 


7375-3 
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(6) 


DESCRIPTION 


USABLE ON CODE 


GROUP 03 POWER DENSITY METER ASSEMBLY, 


PART NUMBER 9160-G1 


HOUSING 


METER 


PLATE, IDENT 


SWITCH, SLIDE 


EYELET, METALLIC 


PANEL 


KNOB 


SETSCREW 


HANDSTRA 


RING, RETAINING 


KNOB 


COVER 


STANDOFF, HEX 


WASHER, FLAT 


SWITCH 


CAPACITOR, FIXED, CER 


LUG, GROUND 


SHIM 


TERMINAL, LUG 


RESISTOR, FIXED, FILM 


JACK, TELEPHONE 


CLIP, CONN 


CONNECTOR 


DRESS NUT 


SWITCH, PUSH 


CLIP,METER 


SCREW, PAN HD 


RESISTOR 


RESISTOR 


FILTER, FEED 


NUT, PLATE 


POTENTIOMETER 


WASHER, FLAT 


CASE 


SCREW, MACHINE 


INSULATOR, BUSHING 


BATTERY, DRY 


CLAMP, BATTERY 


(7) 


U/M 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


(8) 
QTY 
INC 
IN 
UNIT 


SECTION II 
(1) 
ILLUSTRATION 
(A) (B) 
FIG ITEM 
NO. NO. 
4 39 

4 40 

4 41 

4 42 

4 43 

4 44 

4 45 

4 46 

4 47 


(2) 


SMR 


CODE 


PAOZZ 


XDHZZ 


XDHZZ 


PAHHH 


PAFZZ 


PAHZZ 


XDOZZ 


PAFZZ 


XDHZZ 


(3) 


NATIONAL 
STOCK 
NUMBER 


5935-00-931-4000 


5305-01-018-7238 


(4) 


FSCM 


332 


332 


332 


332 


332 


82389 


332 


70318 


332 


(5) 


PART 


NUMBER 


7377-8 


7376-3 


9042Р1 


9089-61 


8640 


850 


9095Р1 


4-40Х3/16 


7917-5 
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(6) 


DESCRIPTION 


SCREW, CAPTIVE 


CLIP, CONTACT 


STOP, CONTACT 


PRINTED CIRCUIT BO 


CABLE 2WND SHIELDED 


PLUG, TELEPHONE 


COVER 


SCREW, MACHINE 


NAMEPLATE 


USABLE ON CODE 


(7) 


U/M 


EA 


EA 


EA 


EA 


ЕТ 


ЕА 


ЕА 


ЕА 


ЕА 
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Figure 5. Differential Amplifier Card Assembly, 
P/N 9089-G1 
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БЕСТІОМ ІІ 
(1) 
ILLUSTRATION 
(A) (B) 
FIG ITEM 
NO. NO. 
5 d 

5 2 

5 3 

5 4 

5 5 

5 6 

5 7 

5 8 

5 9 

5 10 

5 11 

5 12 

5 13 

5 14 

5 15 


(2) 


SMR 
CODE 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


XDHZZ 


XAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


PAHZZ 


(3) 
NATIONAL 


STOCK 
NUMBER 


5905-00-926-0366 


5905-00-921-0426 


5905-00-225-9317 


5905-00-904-3573 


5905-00-106-3666 


5940-00-912-4774 


5905-00-105-7767 


5905-00-755-2754 


5905-00-965-9087 


(4) 


FSCM 


80294 


81349 


16546 


81349 


81349 


81349 


81349 


81349 


88245 


11332 


80294 


81349 


81349 


6665 


81349 


(5) 


PART 
NUMBER 


64Y502 


RN55D1243F 


DIT3R3C25 


RN55D1330F 


RN55D1331F 


RN55D1402F 


RCO7GF226J 


RCR07G103JS 


2031A 


9088-P1 


64Y204 


RCRO7G474dS 


RCO7GF205J 


0Р-10ЕҮ 


RN55D7501F 
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(6) 


DESCRIPTION 


USABLE ON CODE 


GROUP 0301 DIFFERENTIAL AMPLIFIER CIRCUIT CARD 


ASSEMBLY, PART NUMBER 9089-G1 


RESISTOR, VARIABLE 


RESISTOR, FIXED, FILM 


CAPACITOR, FIXED, TA 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, FILM 


RESISTOR, FIXED, COMP 


RESISTOR, FIXED, COMP 


TERMINAL, STUD 


P.C.BOARD 


RESISTOR, VARIABLE 


RESISTOR, FIXED, COMP 


RESISTOR, FIXED, COMP 


MICROCIRCUIT DIGIT 


RESISTOR FIXED, FILM 


(7) 


U/M 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


(8) 
QTY 
INC 
IN 
UNIT 


12 


SECTION IV 


STOCK NUMBER 


5935-00-018-6258 
6135-00-087-0333 
5905-00-105-7767 
5905-00-106-3666 
5910-00-111-4811 
5905-00-225-9317 
5310-00-515-7449 
5325-00-605-3683 
5905-00-755-2754 


Е5СМ PART NUMBER 
88044 AN960C416L4 
81349 CKO5BX103K 
11332 CS211-23 
11332 CS250-22 
11332 CS260-2 
16546 DIT3R3C25 
72982 ERCA430J25 
72982 ERCA683J25 
11332 HS-4 

81349 MX153CA/U 
70063 N-43 

81349 RCR07G103JS 
81349 RCR07G474JS 
81349 RCO7GF205J 
81349 RCO7GF226J 
81349 RN55D1243F 
81349 RN55D1330F 
81349 RN55D1331F 
81349 RN55D1402F 
81349 RN55D6190F 
81349 RN55D7501F 
61957 SE-34 

90303 TR-133 
82389 TR-2A 

79136 Х5133-9 
06665 OP-10EY 
11332 11154-G2 
11332 11368P1 
88245 2031A 

06540 2315-N089 
16546 3223-0000 
70318 4-1/4 TYPEZ 
70318 4-40X3/16 
79963 597 

80294 64Ү204 
80294 64Ү502 
11332 7313-3 
11332 7320-3 
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NATIONAL STOCK NUMBER AND PART NUMBER INDEX 


FIGURE 


IGURE 


2 
о 


w 


d db (л (л db db db db db (л > ҥ (л dS db db db OU) d» (л (л (л (л (л (л (л US VS db b (л db GRÉ эг 


ІТЕМ 

NO. STOCK NUMBER 

21 5905-00-904-3573 
37 5940-00-912-4774 
12 5905-00-921-0426 
8 5905-00-926-0366 
16 5935-00-931-4000 
5 5905-00-965-9087 
23 5905-00-965-9122 
5 5305-01-018-7238 
13 5970-01-083-3224 
ITEM 

NO. FSCM PART NUMBER 
33 11332 7325-3 
16 11332 7328-3 
35 11332 7372-3 
8 11332 7373-3 
14 14332 7374-3 
3 11332 7375-3 
29 11332 7376-3 
28 11332 ?7STT-5 
9 14332 7430-3 
2 11332 7645 

24 11332 7865-3 
8 11332 7866-3 
12 14332 7888-1 
1:3, 11332 7917-5 
7 11332 7926-3 
2 11332 8078-3 
4 13:332 8091-P1 
5 11332 8092-P1 
6 11332 8096P1 
20 11332 8101Р1 
15 14332 8283-P1 
5 11332 8422-61 
37 11332 8471-Р1 
21 82389 850 

10 11332 8640 

14 11332 8042Р1 
4 11332 9086Р1 
25 11332 9088-Р1 
9 11332 9089-G1 
36 11332 9094P1 
30 11332 9095P1 
27 02660 91-T-3400-1 
46 02660 91-T-3403-9 
17 02660 91Т-3403-9 
11 11332 9160-G1 
d 06540 9729-A-0440-16 
12 11332 9884P1 
26 


17/(18 BLANK) 
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By Order of the Secretary of the Army: 


E. C. MEYER 
General, United States Army 
Official: Chief of Staff 


ROBERT M. JOYCE 
Brigadier General, United States Army 
The Adjutant General 


Distribution: 


To be distributed in accordance with DA Form 12-34B, requirements for TMDE/Calibration Maintenance 
Literature. 
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Reason: Same as above 
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THE METRIC SYSTEM AND EQUIVALENTS 


"NEAR MEASURE 


_ - Centimeter = 10 Millimeters = 0.01 Meters = 0.3937 Inches 
1 Meter = 100 Centimeters = 1000 Millimeters = 39.37 Inches 
1 Kilometer = 1000 Meters = 0.621 Miles 


VEIGHTS 


Gram = 0.001 Kilograms = 1000 Milligrams = 0.035 Ounces 

-- 1 Kilogram = 1000 Grams = 2.2 lb. 

1 Metric Ton = 1000 Kilograms = 1 Megagram = 1.1 Short 
Tons 


LIQUID MEASURE 


1 Milliliter = 0.001 Liters = 0.0338 Fluid Ounces 
1 Liter = 1000 Milliliters = 33.82 Fluid Ounces 


APPROXIMATE CONVERSION FACTORS 


TO CHANGE TO 
Ua Centimeters ........... 
Feet rie E Zata Søte Meters................. 
Yards c. ZE UA aw atta Меѓетѕ................. 
nrc" Kilometers............. 
Square Inches ................... Square Centimeters.... 
Square Feet ..................... Square Meters ......... 
Square Yards.................... Square Meters ......... 
Square Miles .................... Square Kilometers ..... 
ACTES. IM ise RI TER Square Hectometers ... 
Cubic Еееі....................... Cubic Meters .......... 
Cubic Yards ..................... Cubic Meters .......... 
Fluid Ounces .................... Milliliters.............. 
ME a aa Lit So. ai lines 
GASA BUG 
GEO AAE UA л л sie de 
OUNCES: ne ке ан ne Grams................. 
Pounds... o s EIER Kilograms ............. 
Short Топв....................... Metric Tons............ 
Pound-Feet...................... Newton-Meters ........ 
Pounds per Square Inch ......... Kilopascals ............ 
Miles per Gallon................. Kilometers per Liter ... 
Miles per Hour ..... T ene etait Kilometers per Hour... 

TO CHANGE ТО 
Centimeters ..................... Inches ................. 
MARGO Eeet. oc kx eR 
Меїетз........................... Үагаз: ss daera 
Kilometers ...................... Miles .................. 
Square Centimeters ............. Square Inches ......... 
Square Мейегв................... Square Feet............ 
Square Мейетв................... Square Yards .......... 
Square Kilometers............... Square Miles........... 
Square Hectometers............. ACTES D 
Cubic Meters .................... Cubic Feet ............. 
Cubic Meters .................... Cubic Yards............ 
Milliliters ....................... Fluid Ounces .......... 
Liters) ej tz gazt dus ¡o A жз 
A НКТ КЕН Quarts................. 
HEG gd Eate E darda Gallons ................ 
mS... сыра ама na des a Ounces ................ 
EN Pounds ................ 
“Metric Төпв...................... Short Tons............. 
Newton-Meters.................. Pounds-Feet ........... 
Kilopascals ...................... Pounds per Square Inch 
"ometers per Liter............. Miles per Gallon ....... 
meters per Hour............. Miles per Hour......... 


SQUARE MEASURE 


1 Sq. Centimeter - 100 Sq. Millimeters - 0.155 Sq. Inches 
1 Sq. Meter - 10,000 Sq. Centimeters - 10.76 Sq. Feet 
1 Sq. Kilometer - 1,000,000 Sq. Meters - 0.386 Sq. Miles 


CUBIC MEASURE 


1 Cu. Centimeter - 1000 Cu. Millimeters - 0.06 Cu. Inches 
1 Cu. Meter - 1,000,000 Cu. Centimeters - 35.31 Cu. Feet 


TEMPERATURE 
5/9(°F - 32) = °C 
212° Fahrenheit is evuivalent to 1009 Celsius 
90° Fahrenheit is equivalent to 32.2° Celsius 
32° Fahrenheit is equivalent to 0° Celsius 
9/5C° + 32 =°F 


MULTIPLY BY 


wa 
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